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EXECUTIVE SUMMARY: Advances in information technology and medical devices, and increasing 
interoperability of information systems, devices and services are improving patient care and 
creating efficiencies in the healthcare system. Medical devices are often life sustaining or provide 
vital clinical functions that cannot be compromised without diminishing direct patient care. 
Accordingly, the availability, reliability, and safety of these devices is essential. However, medical 
devices and services are vulnerable to cybersecurity threats that could jeopardize patient health, 
safety and privacy. The increased use of connected medical devices and software as a service (SaaS), 
adoption of wireless technology, and overall increased medical device and service connectivity to 
the internet, significantly increase the risks of cybersecurity threats.  
 
Maintaining device and information security is a shared responsibility of the manufacturers and 
suppliers of connected devices and services as well as the providers that use them. Providing this 
security is a continual effort that requires vigilance, adaptation, and ongoing communication and 
collaboration between the parties.   
 
The Healthcare Supply Chain Association (HSCA) and its group purchasing organization (GPO) 
members are the sourcing and purchasing partners to America’s hospitals, long-term care facilities, 
surgery centers, clinics, and other healthcare providers. Given our unique line of sight over the 
entire healthcare supply chain HSCA suggests the following key cybersecurity considerations for 
medical device manufacturers, healthcare providers, and service providers: 

 

 
Providers and suppliers should, at minimum, participate in one or more Information Sharing and 
Analysis Organizations (ISAOs), utilize a risk assessment IT security methodology, and ensure their 
policies and practices reflect widely-accepted standards, such as those provided by the National 
Institute of Standards and Technology (NIST), the International Organization for Standardization 
(ISO), and/or the Federal Information Security Management Act (FISMA) recommendations and 
requirements for cybersecurity. Key measures that organizations should implement are noted below; 
some apply to all organizations, while others are healthcare provider- or supplier-specific.   
 
CONSIDERATIONS FOR HEALTHCARE PROVIDERS & MEDICAL DEVICE & SERVICE SUPPLIERS 

 

• Organizations should designate an information technology and/or network security officer to be 
responsible for security of the organization, services, and products, and for maintaining 
communications and relationships with peers and counterparts across the industry; 

• All employees with network access should receive role-appropriate periodic training and 
assessments, at least annually, on cybersecurity. Training should include periodic phishing tests 
with additional training provided for employees who fail tests or assessments; 

• Organizations should have processes for implementing and maintaining anti-virus/anti-malware 
software; 

 
Medical Device and Service Cybersecurity:  

Key Considerations for Manufacturers & Healthcare Providers 
 

https://www.nist.gov/cyberframework/cybersecurity-framework-industry-resources
https://www.nist.gov/cyberframework/cybersecurity-framework-industry-resources
https://www.iso.org/isoiec-27001-information-security.html
https://www.dhs.gov/fisma
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• Organizations should have processes for ensuring all software, firmware, and third-party 
applications are updated and patched promptly. Unsupported software should be retired on a 
timely basis; 

• Organizations should install firewalls and use network segmentation to provide least-privilege 
access to system resources and data where appropriate to further minimize risks; 

• Organizations should make appropriate use of firewalls or network access control (NAC) to restrict 
user access to systems and data based on need. Consideration should be given to implementing 
IP address and/or application whitelisting in high risk environments, limiting applications and 
services to those pre-approved;  

• When practical, data should be encrypted in transit. Authentication Information (usernames, 
passwords, keys etc.), Personally Identifiable Information (PII), Protected Health Information (PHI), 
as well as any confidential or sensitive information should always be encrypted in transit and at 
rest;  

• Backup and restoration procedures, capable of aiding in recovery from a ransomware attack, 
should be created, documented, and periodically tested; 

• A password policy that complies with latest NIST and/or ISO guidelines should be enforced.  
Default passwords for operating systems, databases, and applications should be changed upon 
implementation and immediately whenever an employee with knowledge of them leaves the 
organization. Where possible, organizations should also consider changing default usernames. 
Shared passwords are to be avoided; 

• The expected useful life of the device or service should be specified within the purchase 
agreement and security updates to the software and all supporting software components should 
be made available for the stated useful life at no additional cost to the provider; 

• In cases where manufacturers are selling devices that rely on software no longer supported by a 
third party, the acquisition cost should reflect any expenses providers will incur to securely 
implement and maintain the devices; 

• Medical device application software (e.g. image acquisition, manipulation, reconstruction, 

analysis, display, etc.), and any commercial Operating System (OS) necessary for operation and 

maintenance of the system should be provided by the Supplier. The OS should be the latest major 

release currently available for purchase in the commercial marketplace. Older releases may be 

acceptable if authorized in writing by the healthcare provider. Application software updates 

compatible with the system's hardware shall be kept current at no cost to the healthcare provider 

for at least the expected useful life of the device; 

• Medical device software and commercial OS licenses provided should be perpetual. 

 
CONSIDERATIONS FOR HEALTHCARE PROVIDERS 

 

• Providers should avoid acquiring any device or service from a manufacturer that does not warrant 
that they actively participate in an ISAO. Providers are encouraged to participate in ISAOs as well. 
Information sharing among the user community is a significant factor in battling cybercriminals 
and participation in ISAOs is a platform for such sharing and a factor in improving the cybersecurity 
of all participants. Terms of sale, including non-disclosure agreements, should not prohibit 
providers from participating in ISAOs or other cybersecurity information sharing initiatives; 

https://csrc.nist.gov/Glossary/?term=557
https://www.hhs.gov/hipaa/for-professionals/privacy/laws-regulations/index.html
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• Providers should avoid acquiring devices for which a supplier is unable or unwilling to provide a 
Manufacturer Disclosure Statement for Medical Device Security (MDS2). Where suppliers 
provide MDS2s, those MDS2s should be reviewed by provider network security teams, or their 
designated third party, prior to the purchase, use, or implementation of any medical device. All 
medical devices and services should be installed and operated in a manner consistent with the 
organization’s security policies and practices; 

• Purchase agreements for medical devices and services should contain appropriate liability and 
warranty provisions; 

• Provider insurance policies should cover cybersecurity risks with appropriate minimum 
coverage. Providers should not acquire devices or services from any supplier who will not provide 
evidence of appropriate coverage unless no practical alternatives exist; 

• Providers should not acquire or utilize devices, software or services not compliant with current 
U.S. Food and Drug Administration (FDA) cybersecurity guidance or industry standards unless no 
practical alternatives exist. In these cases, providers should ensure devices, software and/or 
services are deployed in a manner that reduces the risk of a security event; 

• Providers should conduct risk assessments, including testing when practical, for all devices and 
services to verify manufacturer claims prior to acquiring any device or service and connecting the 
device or service to their network.   Alternately, a third-party testing and certification service may 
be used to validate manufacturer’s claims. Policies regarding who can approve and add devices to 
the network should be implemented and followed; 

• Providers should require suppliers to identify if a device can be remotely accessed or controlled, 
whether or not it is connected to a network, and if the device can be remotely accessed or 
controlled, the supplier should provide a detailed description of the measures incorporated to 
safeguard the security of that device 

• Providers should implement physical security controls to prevent unauthorized and/or 
unwitnessed access to any devices and servers.  

  
CONSIDERATIONS FOR MEDICAL DEVICE & SERVICE SUPPLIERS  

 

• Suppliers of network-accessible medical devices, software and services should warrant that they 
are compliant with current U.S. Food and Drug Administration (FDA) cybersecurity guidance 
documents, industry standards and do not contain known malicious code or other known 
vulnerabilities;  

• Medical device manufacturers should provide an MDS2 for any medical device that can be 
connected to a network (i.e., any device that has a MAC address); 

• Supplier insurance policies should cover cybersecurity risks with appropriate minimum coverage;  

• Although compliance with current guidelines can significantly reduce the cybersecurity risks 
associated with medical devices and services, legacy devices and possible future noncompliance 
pose ongoing risks. Providers have a considerable investment in connected legacy devices, 
software and services that may not be compliant with current guidelines and standards but that 
are critical to maintaining patient care. Recognizing that it is not practical or feasible in the short 
term to retire or replace those assets, manufacturers should realize that acknowledging 
responsibility for the security of legacy devices and working expeditiously to upgrade those to 
current security standards or provide device upgrade paths to providers at no or minimal 
additional cost may afford competitive position relative to future sales; 

http://www.nema.org/Standards/Pages/Manufacturer-Disclosure-Statement-for-Medical-Device-Security.aspx
https://www.fda.gov/MedicalDevices/DigitalHealth/ucm373213.htm
https://www.fda.gov/MedicalDevices/DigitalHealth/ucm373213.htm
https://www.fda.gov/MedicalDevices/DigitalHealth/ucm373213.htm
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• In addition to complying with regulatory reporting requirements, suppliers of network-accessible 
medical devices, software and services should, at their own expense, provide corrective actions, 
etc., which includes the following:   

o Reliable and timely information regarding any issues or risks identified with one of their 
devices or services, the firmware, software and/or any other security issues; 

o Guidance on what should be done to address any vulnerability, including a corrective 
action plan/flaw remediation process that identifies appropriate software update(s) and/or 
workaround(s) to mitigate all issues or risks associated with the vulnerability; 

o Change management-based release notes and/or provider communications explaining the 
impact of changes to operating systems, databases, applications etc.; 

• Suppliers should make every effort to assist providers in resolving cybersecurity threats and 
vulnerabilities in a timely manner;  

• Suppliers should ensure the security of all procured or developed systems and technologies, 
including all subcomponents (hereinafter referred to as "Systems"), throughout the useful life 
including any extension, warranty, or maintenance periods.  This includes, but is not limited to 
workarounds, patches, hotfixes, upgrades, and any physical components (hereafter referred to as 
“Security Fixes”) which may be necessary to fix all security vulnerabilities published or known to 
the Supplier anywhere in the Systems, including Operating Systems and firmware.  The Supplier 
should ensure that Security Fixes do not negatively impact the Systems; 

•  As encouraged by FDA guidance, device manufacturers should participate in an Information 
Sharing and Analysis Organization (ISAOs) such as the National Health Information Sharing and 
Analysis Center (NH-ISAC) and their Medical Device Vulnerability Intelligence Program for 
Evaluation and Response (MD–VIPER) or the Health Information Trust Alliance (HITRUST); 

• Although the FDA’s guidance is prefaced as non-binding, the FDA has stated that medical device 
manufacturers must comply with all federal regulations including quality system regulations 
(QSRs). QSRs require medical device manufacturers to address all risks, including cybersecurity 
risks. The FDA guidance provides recommendations on how manufacturers might address those 
risks.  Most medical device manufacturers recognize that providers prefer to purchase devices that 
adhere to the FDA guidelines and meet the QSRs. We further encourage manufacturers to view 
rapid adoption of the guidelines as an opportunity to develop competitive advantage.  
 

 

 
 
 

 

 

  

CONCLUSION: The above key considerations address a very broad range of potential scenarios 
in terms of the costs, technical complexity, risks and benefits associated with connected 
devices and services. Each use case may present its own unique challenges. HSCA encourages 
all parties to work in a reasonable and cooperative manner to minimize cybersecurity risks 
while supporting the improved patient care, safety and operational efficiencies that these 
devices, services, connectivity and interoperability afford.   
 

https://nhisac.org/
https://nhisac.org/
https://mdviper.org/
https://mdviper.org/
https://hitrustalliance.net/
https://www.fda.gov/medicaldevices/deviceregulationandguidance/postmarketrequirements/qualitysystemsregulations/

